Momemtum transmission of a diaphragmed magnetic spectrometer: II. First-order calculations.
On the basis of the analysis developed in Part I and of the definitions therein introduced, a procedure for the calculation in the Gaussian approximation of the integral quantities characterizing the momentum transmission of a magnetic spectrometer is carried out. Such procedure applies both to symmetrical or asymmetrical diaphragm apertures and for diaphragms located anywhere along the optical axis.